Weakness of the knee extensor muscles can be caused by neurological diseases and muscular diseases, such as post-polio syndrome, spinal cord injury, trauma, multiple sclerosis, muscular dystrophy, unilateral leg paralysis, and paresis [1] . Such weakness can result in a labored and unsafe gait, which causes fatigue and a slow walking speed. For persons with weakness of the quadriceps muscle, a knee-ankle-foot orthosis (KAFO) is often prescribed when the muscles that control the knee joint are weakened.
INTRODUCTION
www.e-arm.org magnetic lock operated by an electronic control unit.
To date, no clinical studies of the SCKAFO with E-MAG system have been carried out. In this case report, we describe a patient with poliomyelitis who received the KAFO with E-MAG system, and we present the results of his rehabilitation with regard to gait parameters, kinematic data, and the energy expenditure of walking.
CASE REPORT
The patient was a 54-year-old man who had contracted poliomyelitis at a young age. He was completely ambulatory, having used a left-sided conventional, passive KAFO with a drop ring lock knee joint for about 40 years. He had no history of falls or bone fractures. Function of both upper limbs was normal. His left knee and ankle were flaccid and showed muscle atrophy. Based on standard manual muscle testing (MMT) [3] , the grades for his left hip strength were extension 2/5, abduction 2/5, flexion 2/5, and adduction 2/5; left knee strength grades were extension 1/5 and flexion 2/5; and left ankle strength grades were dorsiflexion 2/5 and plantarflexion 2/5. The left hip was capable of a full passive range of motion, and the passive ranges of motion for the left knee were 150 the left pelvic girdle muscles, and left pelvic hiking and circumduction resulted in sufficient toe clearance during the swing phase. On the left side, severe genu recurvatum was observed during the stance phase. We prescribed a SCKAFO with E-MAG controlled knee joint system (17B200 E-MAG control joint; Otto Bock, Duderstadt, Germany) as well as rehabilitation therapy to correct his gait pattern, which consisted of muscle re-education of the pelvis-hip-knee-ankle components, neuromuscular electrical stimulation therapy, strengthening exercises for the lower extremities, and balance training twice a week for 4 months. We performed gait analysis with the knee in a locked state and before and after rehabilitative therapy at the motion analysis research center.
Temporospatial data and kinematic data
During the gait evaluation, the kinematic data were acquired with eight Eagle Digital RealTime cameras (Motion Analysis Corp., Santa Rosa, CA, USA) and were processed with OrthoTrak (Motion Analysis Corp.). We used MATLAB (MathWorks Inc., Natick, MA, USA) and Excel (Microsoft Corp., Redmond, WA, USA) to calculate temporospatial data and generate kinematic graphs. Table 1 presents the mean (±standard deviation) values for the temporospatial parameters for this patient. Before rehabilitation, walking with a SCKAFO with E-MAG resulted in a mean slower walking speed (velocity) and a longer stride length compared with walking with the knee locked, which may be attributed to poor adaptation to the new orthosis and poor balance. After rehabilitation Values are presented as mean (standard deviation). SCKAFO, stance control knee-ankle-foot orthosis; E-MAG, electromagnetic.
www.e-arm.org with the SCKAFO with E-MAG, the mean velocity and cadence were faster than those measured before rehabilitation. The post-rehabilitation step length and stride length were longer than the pre-rehabilitation values. Before rehabilitation, walking with a SCKAFO with E-MAG resulted in a longer stance phase compared with walking with a locked knee. The stance phase length before rehabilitation was shorter than it was after rehabilitation. Thus, rehabilitative therapy with a SCKAFO with E-MAG improved this patient's velocity, cadence, step length, stride length, and step width. During the mid-swing phase, the SCKAFO maximal Kinematic data for left lower extremity using gait analysis for walking while wearing a SCKAFO with E-MAG system (blue line, post-rehabilitation; sky-blue line, pre-rehabilitation; red line, locked-knee state). SCKAFO, stance control knee-ankle-foot orthosis; E-MAG, electromagnetic.
www. . On gait analysis after rehabilitation, pelvic obliquity, hip abduction/adduction, knee flexion/extension, and foot rotation on the left side were improved, as compared with the pre-rehabilitation data (Fig. 1) . Use of both SCKAFO with E-MAG and rehabilitative therapy resulted an overall pattern of knee motion that closely matched that of normal walking.
Energy expenditure of walking
The physiological cost index (PCI) is a simple measurement of gait efficiency and energy expenditure of walking that is often used to evaluate a prosthesis and orthosis. PCI is calculated as follows: heart rate (bpm) after a 3-minute walk minus heart rate (bpm) at rest divided by speed (m/min) [4] . The PCI for walking wearing a SCK-AFO with a locked knee, with E-MAG before rehabilitation, and with E-MAG after rehabilitation were determined based on the heart rates at rest and at 3 minutes after walking and were 0.62, 0.57, and 0.55, respectively.
DISCUSSION
The SCKAFO improves gait kinematics, increases knee flexion during the swing phase, provides a more symmetrical gait, and requires less compensatory movement than the conventional, passive KAFO [5] [6] [7] . However, there are three major problems with the SCKAFO designs: switching between the stance and swing phases is not smooth, the knee joint is locked during the stance phase, and the device does not assist in knee extension. In order to lock and unlock the knee joint, most SCKAFOs require patients to fully extend their knees, which results in a discontinuous gait and require the patient to attend to changing their gait [7, 8] . SCKAFO must be designed so that it meets important functional, safety, and cosmetic needs. In the E-MAG control knee joint system, the locked stance phase and the unlocked swing phase are electromagnetically controlled. An intelligent sensor system measures the position of the leg during walking and controls the orthotic joint accordingly. An electronic control unit and remote control are also required in order to operate the joint, with power supplied by a battery (Fig.  2) . The system operates the lock and provides feedback regarding the knee joint status, reporting the joint position as well as its operating state. As a result, the patient can rely on the joint in any situation.
The E-MAG system is suitable for patients with higher mobility requirements who were previously unable or unwilling to obtain an adequately fitting orthotic for various anatomical reasons, such as leg-length reduction, valgus and varus deformities of the knee joint, or a severely atrophic leg. An appreciable portion of the population using fixed-knee KAFOs has sufficient hip strength to benefit from a SCKAFO. Prescription criteria typically require hip muscle strength of at least grade 3 [7] . Our patient's hip muscle strength on MMT was less than this; however, we were able to achieve a satisfactory outcome with the SCKAFO with E-MAG after the patient underwent rehabilitation. This result confirmed that even if the hip extensor and flexor muscle strength is less than grade 3, a unilateral SCKAFO with E-MAG can be prescribed if the patient demonstrates reciprocal gait pattern, as was the case here. Hip strength and control requirements may be reduced for a SCKAFO with E-MAG system, suggesting a broad indication for this system in patients with poliomyelitis.
In general, the characteristics of the gait in poliomyelitis are excessive knee extension and inadequate knee flexion, excessive hip flexion during the late swing phase, and excessive plantarflexion during the weight- Fig. 2 . Stance control knee-ankle-foot orthosis (SCKAFO) with electromagnetic (E-MAG) system (white arrow, E-MAG knee joint; black arrow, battery).
www.e-arm.org acceptance phases. Our patient exhibited a similar gait pattern; however, in the stance phase, pelvic obliquity to the left and downward as well as hip abduction were also detected in the kinematic data, and we thought these findings were due to chronic pelvic muscle weakness and leg-length discrepancy. After proper rehabilitation, the SCKAFO with E-MAG system improved our patient's gait by eliminating the abnormal pelvic drop during 52% to 69% of the gait cycle, and we could observe a decrease in hip abduction when he was walking with the SCKAFO with E-MAG, indicating less circumduction of his braced leg during the swing phase. The effect of knee flexion on the braced limb could be seen directly, with a reduction in pelvic obliquity and hip abduction suggesting a more efficient gait pattern overall. We thought an improvement of gait pattern and a reduction of compensatory motions might be associated with the facilitated pelvic and trunk control ability.
The SCKAFO accommodation period may not have been long enough for this patient to overcome the walking strategies previously applied for conventional KAFO or nondisabled walking. Therefore, accommodation periods of at least 3 months should be considered [9] . Our patient participated in a rehabilitative program that included muscle re-education, neuromuscular electrical stimulation therapy, the strengthening exercises for the lower extremities, and balance training for 4 months. The rehabilitative therapy was focused on pelvic and trunk control and gait training. Although there was no significant change in muscle strength on MMT after rehabilitation, the patient did express his satisfaction with the result. When a SCKAFO with E-MAG is prescribed to a patient with poliomyelitis, it is important to institute a proper rehabilitation program.
The PCI has been used to study the gait performance of normal individuals, children, and person with poliomyelitis because it correlates reasonably well with oxygen uptake [10] . Our results are consistent with the findings in other poliomyelitis patients. Compared with a locked knee, use of a SCKAFO with E-MAG appears to improve energy efficiency.
Our study had some limitations. First, we could not perform a complete kinetic study, so our results are limited to kinematic data obtained on gait analysis. If a kinetic analysis had been performed, we could have obtained more information from the gait analysis. Second, we could not explain whether the improvement noted on gait analysis was an orthotic effect or a rehabilitative effect. Nevertheless, on the basis of our results, we suggest that appropriate rehabilitative therapy combined with a SCKAFO with E-MAG can improve gait parameters on walking as well as energy efficiency for the patient with poliomyelitis.
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